MANTA S.A.

Instrukcja uzupetnienie MUV001

Uruchomienie Lampy

Lampa posiada gtowny wiacznik zamontowany na
przewodzie zasilania.

Po witaczeniu zasilania na wytacznikiem gtéwnym
sterowac pilotem radiowym.

Przycisk ON/OFF - uruchomienie bez ograniczenia czasu
Przycisk 15’ - Uruchamia lampe na 15 minut
Przycisk 30’ - Uruchamia lampe na 30 minut
Przycisk 60’ - Uruchomia lampe na 60 minut

Lampa nie powinna pozostawac wtaczona dtuzej niz 2
godziny. Obudowa lampy moze sie odbarwiaé pod
wptywem swiatta UV-C jest to normalne zjawisko. Nie
wptywa to na konstrukcje urzadzenia. Lampa powinna
by¢ ustawiona w odlegtosci okoto 1 metra od
elementéw wyposazenia pomieszczenia.

Dtuga ekspozycja na $wiatto UV moze powodowa¢é
odbarwianie sie elementéw wyposazenia pomieszczen.

MANTA S.A.

Instruction to supplement MUV001
Starting the Lamp

The lamp has a main switch mounted on the power
cord.

After turning on the power on the main switch, operate
the radio remote control.

ON / OFF button - start without time limit
15 'button - Starts the lamp for 15 minutes
Button 30 '- Runs the lamp for 30 minutes
60 'button - Starts the lamp for 60 minutes

The lamp should not be left on for more than 2 hours.
The lamp housing may become discolored when
exposed to UV-C light, this is normal. This does not
affect the design of the device. The lamp should be
placed at a distance of about 1 meter from the room
fittings.

Long exposure to UV light may discolor room
furnishings.



